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ABSIT RAGH 


Until the advent of the high-speed computer, engineers have spent 
untold hours with monotonous and lengthy computations when they have 
attempted analytical solutions of piping flexibility for even moderately 
simple configurations. Therefore, due to the complexity of this pro- 
blem, several companies in both the United States and Europe are 
using model tests today as both an accepted independent method of pip- 
ing flexibility analysis and as a check on analytical results. Heretofore, 
model test systems have utilized direct force-measuring instruments 
at the extremities of the branches. This thesis describes a method by 
which translational and angular deflection measurements are made a 
distance from the anchored ends so that with these displacements, reac- 
tion forces and moments may be computed at the extremities by use of 
simple statics and cantilever beam deflection formulas, The thesis also 
describes a practical and simple device to accomplish this purpose, 
reports on actual tests of several typical configurations, and compares 
the results so obtained with those given by analytical solution, 

The writer wishes to express his appreciation to the following people 
at the United States Naval Postgraduate School for their assistance in 
this investigation: Professor John E. Brock for his encouragement and 
assistance and for his untiring work in providing analytical solutions to 
all the problems described herein; Professor S. H. Kalmbach, for his 
assistance with the optics problems encountered; and to the personnel 
of the Engineering School Machine Shop for their eager cooperation, The 
writer also wishes to thank Professor Robert E. Newton for his sugges- 
tions and encouragement to pursue the investigation ee weeed in the last 
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A METHOD OF PIPING FLEXIBILITY ANALYSIS BY DEFLECTION 
MEASUREMENTS IN SCALE MODELS 


1. Introduction, 

The increased importance of piping flexibility analysis is well rec- 
ognized, While the use of high-speed digital computers has made the 
solution of these problems by analytical methods more practical than 
heretofore, model test methods are still of considerable interest and 
value, 

This paper, therefore, will be devoted entirely to the scale model 
as a means of solution to piping flexibility problems, In this approach, 
a scale model of the piping system to be studied is constructed of tub- 
ing or rod, The system is deformed an amount proportional to the ther- 
mal expansion of the pipe and supporting equipment. Reaction forces 
and moments are then usually measured by some force-measuring device 
mounted at the extremities of the model, and these results are scaled 
up to values for the piping system by use of suitable formulas, A report 
by the Commission of Research for the Study of Steam Piping Systems 
rs]? working for the ''Institute for the Encouragement of Scientific 
Research in Industry and Agriculture" in Brussels, Belgium, (the organ- 
ization hereafter is referred to as the Belgian I. R. S. I. A, Commis- 
sion) compares their model test system with those of three other Euro- 
pean organizations and with three companies of the United States. 

These various types of apparatus vary mainly in(1l) the type of force 
measuring device employed, and (2) the method of support of a rigid 
six-branch cross located at one extremity of the model. For example, 
the Belgian I. R. S. I. A. Commission uses 12 needles to support this 


cross and they obtain their force and moment measurements by compen- 


Numbers in brackets refer to bibliography on page 60. 
l 








sating weights acting on six of these needles to return the measured extre- 
mity to a zero location and orientation, On the other hand the M. W, 
Kellogg Company of New York supports its rigid six-branch cross by 12 
flexible supporting struts within the measuring head, and their loads are 
measured by paired electrical strain gages. [9] Thus, in both of these 
methods the forces and moments ee measured directly at the extremi- 
ties of the model by rather complex devices. 

This paper presents the development of another type of model test in 
Which the forces and moments at an extremity are inferred from actual 
measurements of translational and rotational displacements at a point 
some distance away fromthe anchor, There seems to be considerable 
virtue in developing sucha system. Although much of the preparations 
involved are the same as for the direct-force-measuring types, the actual 
measuring device can be relatively simple since the somewhat complex 
force measuring devices are not used. This eliminates the system of 
strain gages or counter weights and the six-branch cross and its intri- 
cate means of support. Furthermore, since it is possible to fabricate a 
deflection-measurement model test device practically entirely from com- 
mercially available components, it should be possible to hold the cost 
of the apparatus to a minimum, 

Asa matter of fact, the apparatus described in this paper was designed 
with two specifications in mind: (1) attempt to keep the apparatus itself 
as simple as possible consistent with a certain degree of accuracy, and 
(2) use as mPny components as possible from available manufactured 
equipment in order to eliminate both high costs and the need fora great 


amount of machine work, 








jam bia sic Principle, 

Before proceeding with the development of the basic theory used, a 
few definitions of terms as used in this paper should be noted, When 
speaking collectively of the reaction forces and moments at any point, 
the term REACTIONS will be used, Similarly, when referring to both 
the angular and translational displacements of any particular section, 
the term DISPLACEMENTS or DEFLECTIONS will be employed. How- 
ever, TRANSLATION will indicate linear displacement and ROTATION 
will mean angular displacement; moreover, the term DEFORMATION 
will be used when discussing displacement applied at one extremity for 
the purpose of deforming the system in a prescribed manner, In addi- 
tion, when referring to values of reactions obtained by first measuring 
displacements and then computing reactions from these measurements, 
reference will be made to the MEASURED reactions, 

Further, the origin of the originally stated problem will invariably 
be at one extremity which will be labeled point O. The opposite end 
will be Known as point A . (See Fig. 1) These points will remain fixed 
to the wire model regardless of how the model is shifted about. In the 
deflection method of model testing one extremity will be embedded ina 
rigid anchor and the other will be clamped in an adjustable device that 
can be deformed in any of three dimensions. The end that is in the rigid 
anchor will be known as the POINT OF ANCHOR while the other end will 
be the DEFORMABLE END or DEFORMABLE POINT. Note that either 
point O or point A may be at the point of anchor depending on how the 
model is mounted. The point where displacements are measured will 
be known as point P , and the distance from the point of anchor to point 
P is the length, L. A set of rectangular coordinates with origin at 


point of anchor will be designated with a single prime (x', y', and z') , 
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Figure 1 A Typical Pipe Model Showing Coordinate Sets Used 
in This Paper 








and another set parallel to these but with origin at point P are labeled 
with double primes, In the first part of this paper no reference will be 
made to the unprimed set of coordinates; therefore, they will not be dis- 
cussed until Section 4, 

In studying the basic theory used in this type of apparatus, we see 
that the first steps are practically the same as those for any piping flex- 
ibility model test system. A scale model of the configuration to be stud- 
ied is fabricated from wire, or rod or tubing, and mounted with one end 
anchored and the other clamped in the deformation apparatus, The defor- 
mable end is displaced by an amount representative of thermal expansion 
of the piping and any thermal displacements of terminal points, The next 
steps are peculiar to the deflection model test method and they consist 
of measuring the displacements at point P and applying equations (based 
on structural properties of simple cantilevers with various types of end 
loading) derived in Section 5 to convert these displacements to the reac- 
tions at point P (imposed by one portion of the pipe on the other through 
the cross section at P), Then by extremely simple statics the P-reac- 
tions can be used to obtain reactions at point of anchor and at other points 
if desired, 

The above measurement yields five of the six unknown reaction com- 
ponents at the point of anchor, Obviously, there will be no measurable 
displacement inthe x'' direction, and it results that it is not possible to 
determine Ps from these data alone. This presents no problem when 
the two extreme legs are not parallel; because when the model is 
reversed" and the forces at the opposite end are measured, the unknown 
force will be determined. . 


However, if the extreme ends are parallel, five of the six reactions 





will be obtained at one end, say at point A; and then the model will be 
inverted as before and five of the six reactions at point O will also be 
found, The missing reaction will be the same for both cases, and by 
use of simple static relationships, this unknown force can then be 
computed, 

Once any of the reactions are obtained on the model, they can be 
scaled up to the piping system by use of scale factors expressed as 
Bele ratios of dimensional and elastic properties and which can be 
computed as shown in Section 5, This is true because both the pipe and 


model obey the same laws of structures, 


3. Description of apparatus, 

Much of the following description deals with the apparatus as speci- 
fically designed for the experiments reported in this paper, In most 
cases there are many ways of accomplishing the same results, and 
therefore, all the variations feasible for performing the tasks described 
can not possibly be discussed here but must be left to the imagination of 
the reader, There are, in fact, several instances below in which it is_ 
pointed out that a more versatile design of particular components is man- 
datory for increased capacity in terms of the type of system it is possible 
to analyze, 

(a) The model, 

In order to visualize the requirements of the testing apparatus it 
. «vis necessary first to take a look at the model itself, In the interest 
of economy and simplicity it was decided to use standard one-eighth- 
inch diameter mild steel or aluminum rod for the model. In addi- 
tion to the ready availability of standard rod, this material also lends 


itself to cold bending by hand, thus eliminating heat treatment of any 


y 





kind, However, a discussion of the limitations of rod as a model 
material is pertinent, 

Piping components other than straight pipe, principally bends 
and elbows, show unusual flexural properties which generally result 
in an increased flexibility over that predicted from ordinary beam 
theory and an intensification of stresses. The reason for this will 
not be treated here, but it is covered clearly by Den Hartog [5] 
in a discussion of the phenomenon first explained by von Karman 
in 1911. The amplification of stresses may be taken into account 
by multiplying the calculated or experimentally determined bend- 
ing moments by an appropriate stress intensification factor, How- 
ever, the increased flexibility of the bends or elbows ina piping 
structure clearly indicates that a model of such a system must have 
bends and elbows whose flexibility is proportionally higher than 
that of the straight portions of the structure. 

In analytical calculations, this increased flexibility of elbows 
and bends is taken into account by use of a flexibility factor, which 
can be computed by the following formula given in the ASA Code 


for Pressure Piping [3]: 


k = 1,65 — or k = 1 =, whichever is greater, 
tR 





where t = wall thickness of pipe; r = mean radius.of pipe; R= 
bend radius of elbow or bend; and k = bend flexibility factor. 

This factor is applied as a divisor of its nominal moment of inertia 
or of the modulus of elasticity. There is no corresponding decrease 


in torsional rigidity. The formula above is a reduction to simple 





valid terms of several theoretical results which have been given by 
various authors; for example, see the bibliography accompanying a 
recent paper by H, H, George and E, C, Rodabaugh’'. [6]. 

While theoretically it would be possible to simulate in the model 
the precise conditions of the prototype simply by preserving all geo- 
metrical ratios, in practice this is not feasible because tubing 
having all the ratios of wall thickness to outside diameter encoun- 
tered in piping practice simply is not available, Moreover, it would 
be extremely difficult to reproduce bends and short radius elbows 
in small tubing. 

For many configurations, the effect of increased bend flexibi- 
lity is such as to invalidate the results of an analysis which does not 
take the flexibility factor into account or an experimental treatment 
in which the flexibility of the elbows in the model is not appropri- 
ately increased, Onthe other hand, there are many configurations 
in which the bend flexibility factor is unity and the results of a model 
test are perfectly valid. 

Obviously serious difficulties are involved in properly simula- 
ting, in a model, the increased flexibility of pipe bends and elbows, 
Since this problem is of considerable magnitude and since it is sep- 
arable from the problem of determining, by the displacement method 
described herein, the forces at the ends of a deforméd elastic fila- 
ment, the decision was made to omit this complication completely 
and to leave it as a problem to be dealt with by others, 

The problems analyzed in Appendices IV and V and referred to 
frequently in the text, (the standard Z-Bend and the Hovgaard Bend), 


are cases in which the bend flexibility factor is substantially larger 





than unity. Accordingly the results of the tests reported herein dif- 
fer appreciably from solutions given elsewhere, However, we have 
compared our results with an analytical solution which artificially 
used a unit value for the bend flexibility factor so as to provide a 
standard by which the accuracy of the present model method with its 
present limitation could be evaluated, 

For the most part steel rod was used in the experiments reported 
herein, but example 3 was conducted with both the steel rod des- 
cribed and also with one-eighth-inch aluminum rod, Steel was used 
primarily because of the identical Poisson's ratio between ae and 
model, but the small difference between this value for aluminum and 
for steel does not produce much error, 

Before leaving a discussion of the model it is advisable to men- 
tion the morror mounting barrel, the purpose of which will be fur- 
ther treated in a description of the measuring instruments, Let it 
suffice here to say that the optics systems, by which rotation mea- 
surements are made, require two mirrors, perpendicular to each 
other and both parallel to the rod, to be mounted on the model at the 
point of measurement, To accomplish this, a small barrel-type 
Besembly was designed according to dimensions shown in Fig. 2, 

It consists of a 3 /16-inch long, hollow eyiiiter of one-quarter-inch 
outside diameter and an inside diameter equal to 0,126 inches so 
that the barrel will just slide along the one-eighth-inch rod model. 
Two mutually perpendicular plane surfaces were produced parallel 
to the axis of the cylinder by milling the outside of the cylinder, An 
0-80 setscrew was provided in order to attach the barrel fir mly to 


the rod at any desired point, Two small front-surface mirrors 
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approximately one-quarter inch by one-eighth inch were cemented 
each to one of the plane surfaces, with the long dimension parallel 

to the cylinder axis, Front surface mirrors have the disadvantage 

of being more susceptible to marring and scratching, but they adhere 
to the surfaces of the mirror mounting barrel extremely well, When 
back surface mirrors were tried, the cement had to be applied to the 
back of the silver, thus enabling the glass to strip loose from the 
silver and fall off the assembly. When front surface mirrors are 
used, the glue forms a bond directly between the surface of the bar- 
rel and the glass of the mirror, Moreover, if damage should occur 
to the surface of either of the mirrors it is a simple matter to replace 
it as dozens of these mirrors can be cut from one silvered micros- 
cope slide glass, Infact, the entire mirror mounting assembly can 
easily be replaced since it is quite as simple to machine four or 

five cylinders as it is one, 

The first mirror mounting barrel used was fabricated from alum- 
inum, but since the translation measuring device depends on making 
an electrical contact at the point of measurement, aluminum proved 
unsatisfactory because it readily forms an oxide coating of high elec- 
trical resistance, Therefore, the barrel was fabricated from brass 
and was subsequently silver plated. ~ 
(b) Main framework, 

‘A skeleton or platform from which the model and measuring 
equipment may be suspended is an obvious necessity, Sucha system 
has three important specifications: (1) rigidity, (2) adjustability, 
and (3) accessibility of equipment. Implicit in any model test appa- 


ratus is the prime requirement that the elastic properties of the 


11 





framework be so rigid as compared to that of the model material 
that any displacement of the Pena alt during testing is infinites- 
imally small and therefore negligible, 

At the same time, pa radosdeamine the framework must be suffi- 
ciently temporary in nature that it readily lends itself to fairly rapid 
modifications, alterations, and adjustments, The capacity of the 
system in terms of variety of types of problems it can accomodate 
is a function of this versatility and capability of the framework to be 
assembled and disassembled with a minimum of effort, The third 
requirement, but one of almost equal importance to rigidity and 
adjustability, is the complete accessibility of all equipment used in 
the tests, 

There are a variety of methods possible that will satisfy the three 
requirements listed above, Two basic concepts come to mind, The 
most variable perhaps is the use of mounting fixtures that can be 
built right into an existing room of a building so that any piece of 
apparatus could be welded in virtually any attitude at any position in 
the room, When it comes time to change the configuration it:would 
simply be a case of burning the equipment off at one place and weld- 
ing it on at another, A more convenient method considering labora- 
tory facilities and services readily available at this institution, how- 
ever, appeared to be the use of a skeleton framework constructed of 
iron pipe and scaffold fittings, This skeleton may be made in such 
a manner that its own dimensions can be easily changed, Any cross 
struts or sub-assemblies made of pipe may be placed in practically 
any position desired as foundations for measuring or anchoring 


equipment, 
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This variability in the latter case is provided by use of scaffold fit- 
tings, various spare lengths of pipe, and other accessories, (See 
Appendix VII). 

The main purpose of this investigation is to ascertain the feasi- 
bility of developing a deflection measuring technique of model test- 
ing. Furthermore, it was decided to test this system by analyzing 
the three problems solved in Appendices IV, V, and VI (Examples 
1, 2, and 3). Reasons for these selections will become apparent 
later. To conduct this investigation the framework was designed 
specifically to handle these three problems, Therefore, the main 
framework used (See Figs, 3 are 4) was designed to be of a more 
permanent nature than a larger capacity would dictate. However, 
it is only fair to point out that even this permanent type of frame- 
work lends itself to sufficient modification to allow the analysis of 
infinitely more problems than the three solved for this paper. 

This framework was fabricated from standard 1-1 /2-inch (1, 9" 
O. D.) black iron pipe welded together in the form of the frames of 
a 51" x 51" x 38" rectangular solid sitting on four six-inch legs. 
This makes possible the use of ordinary scaffold fittings for rigidly 
attaching any pipe frame subassemblies at any point desired, These 
fittings usually are available with right angles or with adjustable 
angles to provide for use of any stiffening diagonals, Joints pro- 
vided by the right angle fittings are exceptionally rigid and should 
be used whenever possible, However, adjustable fittings are by 
nature flexible and seseotitat some modification to increase their rig- 
idity. Because of this the adjustable fittings were avoided entirely 


in this investigation. If a configuration demanded their use, though, 


a 
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Figure 3 Deflection l.ethod lhodel Testing ap aratus Showing 


Framework @ind. All Accessories Mounted for analysis 
of the Z—-bend Proble:n, "xatple 1 








Figure 4 apparatus Set Up for Typical Piping System Described 
in Apnendix VI, Exanple 3 
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the necessary rigidity could be obtained witha httle ingenuity. 


(c) Deformation assembly, 

As pointed out in Section 2, page 4 , the model is first mounted 
within the framework and then deformed an amount consistent with 
thermal expansion of pipe and external equipment, Thus, after the 
displacements in three directions are computed, from a knowledge 
of prototype dimensions, temperature change, coefficient of thermal 
expansion, and terminal displacements, they must be applied at one 
extremity’of the model. For purposes of this test, a system should 
be provided to introduce these known deformations correct to the 
nearest one-thousandth of an inch in each of three orthogonal direc- 
tions, The device must contain a method of firmly clamping one 
end of the model, Furthermore, it should be possible to place this 
assembly in any orientation desirable for maximum versatility of 
the system as a whole, 

Again there are many systems that could be visualized to accom- 
plish the above requirements. Any eeinoranat combination of 
devices designed to transmit and measure linear motion with preci- 
sion and yet be rigid in comparison with the rod model will work 
nicely. For the purposes of this investigation, an attempt was again 
made to employ equipment available. (See Appendix VII). This 
resulted in the use of compound feed for a lathe, that provided 
motion in the two direenons in a horizontal plane, on which was 
mounted a lathe een imn ént to provide vertical motion, (See 
Fig, 5) This whole assembly was bolted to a 3 /8-inch steel plate 
which in turn was welded to one of the lower corners of the main 


frame work, Ranges of motion provided by the two pieces of equip- 
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ment are as follows: compound feed, five inches in one direction 
and four and one-half inches in the other: millingattachment, three 
and one-half inches, 

It is imperative that this apparatus be rigidly attached to the 
main framework, and for the treatment of the three problems of the 
Appendix, it oe not necessary to change its orientation, As a 
result the 3/8-inch plate to which the vise is bolted was welded in 
position, As stated before, the versatility of the system as des- 
scribed in this paper is sufficient to conduct analysis of a consider- 
able variety of configurations; however, the Provision of a greater 
variety of mounting capabilities for the deformation as sembly would 
mean an even greater capacity for the system, 

A device for clamping the extremity of the model rod was sim- 
ply made ona principle similar to that described in the next section 
on the anchor assembly, Briefly, the two three inch by one inch 
vise plates provided with the milling attachment were placed together 
with a 1/32-inch shim between them, and a one -eighth-inch hole was 
drilled through the shim and plates so that a Circular groove of 1/16- 
inch radius, but of something less than a semi-circle, was produced 
across the facing surfaces of the two vise plates, Thus, the rod 
could be inserted in the grooves and the two plates then bolted toge- 
ther and to the vise attached to the milling attachment, This pro- 


vided a tenacious grip over one inch of the rod, ; 


(d) Anchor assembly, 
The design of the anchor assembly ultimately became quite ele- 
mentary, and will be described pre sently,. However, certain men- 


tion must be made of the disposition of an early concept of this 
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portion of the apparatus. One of the very basic problems encount- 
ered in the development of this system was the question of how Ft 
should be found, It seemed plausible that with any success at all 
the deflection measurements obtained would yield the other five 
reactions to some degree of accuracy, However, it was obvious 
from the onset that a solution of Fa was non-existent for this set- 
up. Therefore, the following design was considered and the equip - 
ment was actually fabricated. 

The so-called anchored end of the model:rod would be embedded 
in the center of a five-inch long, one-inch diameter piston, The rod 
was so clamped that its axis coincided with that of the piston, This 
piston was lap-fitted into a cylinder two inches in outside diameter 
and six inches in length with a flange at one end to allow rigid mount- 
ing on a 3/8-inch steel plate.. The plate in turn was bolted to a 
pipe frame that could be mounted anywhere on the main framework 
by pipe couplers. The endof the piston attached to the model was 
fitted with a collar to which could be bolted a device that would 
allow freedom of motion in the axial direction but would prevent any 
rotation about the main axis, It was felt that if an adequate oil film 
could be maintained between piston and cylinder it would accomplish 
two mandatory purposes, First it would eliminate any undesirable 
degree of freedom of translation in the direction perpendicular to 
the axis of the piston and of rotation about coordinates perpendicular 
to the piston axis. And second, while eliminating the above four 
degrees of freedom, it would provide complete freedom of motion 
in the direction of the axis, If the above phenomena could be achieved 


an F'.17 measuring device would be provided, possibly in the form of 
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a calibrated coil spring incorporated in the x-axis rotation-prevent- 
ing-mechanism, Experiments with the piston and cylinder above 
demonstrated that a sufficient oil film could in fact be set up mom- 
entarily if the piston was rotated in the cylinder several times. 
However, the film was immediately broken down when the cylinder 
was not absolutely horizontal, and it collapsed within a few seconds 
even when the cylinder was held level. It is believed that pressuri- 
zing the lubrication system might indeed give favorable results, but 
the use of the piston and cylinder already rendered the system more 
complex than the original philosophy of the deflection model test 
method would allow. Thus, the piston and cylinder was completely 
abandoned and another means of obtaining Fi was sought, 

The decision was finally made to forget about Fn entirely and 
to merely infer it directly or indirectly from measurements made 
at the other extremity, Having decided on this tack the anchoring 
Problem at this end was tremendously simplified, Fig. 6 shows 
the anchor assembly itself, and Figs. 3 and 4 show two different 
ways of orienting and clamping the anchor pipe frame to the main 
framework, The anchor itself is nothing more than a six-inch long 
piece of two-inch square steel bar welded to a 3/8-inch steel plate, 
which is mounted as described above for the piston and cylinder 
design. The steel bar was split longitudinally a distance of an inch, 
and then a cut was made half way across the section at the base of 
the longitudinal cut thus separating a rectangular solid block from 
the end of the bar, The block (henceforth known as the clamping 
block) thus provided was drilled and the bar was drilled and tapped 


so that the block could be bolted back in the place from which it was 
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removed. A 1/32-inch shim was placed between the clamping block 
and the bar, anda one-eighth-inch hole was drilled along the longi- 
tudinal axis of the laminated apparatus thus formed. Removal of the 
1 /32-inch shim made it possible to insert the one-eighth-inch model 
rod between the clamping block and bar so that setting up on the 
clamping bolts firmly gripped the rod over a length of one inch, 

The pipe framework to which the 3/8-inch steel anchor mount- 
ing plate was attached consists of a single 68-inch straight length of 
pipe to which were welded the free ends of a U-shaped pipe layout 
that carries the steel plate. (See Fig. 3) The anchor assembly 
frame can be adequately attached to the main framework by scaffold 
fittings at opposite ends of the 68-inch pipe and by extra lengths of 
pipe clamped at the base of the U and to another position of the main 


framework wherever convenient, 


(e) Instrument assembly - main frame 

With a main framework of the type constructed for the purposes 
of these experiments, the measuring instruments envisioned could 
be mounted a number of ways. However, it was decided that any 
alignment and calibration of the instruments would be simplified if 
all the instrumentation could be mounted on one pipe frame. This 
frame was designed as follows. The basic structure was composed 
of two : parallel 68-inch pipes (all pipe used in ‘the entire equipment 
is standard 1-1/2-inch black iron pipe) held firmly 6-1/2 inches 
apart by two short pipe struts welded one near each end. (See Fig. 
7) This basic framework will henceforth be referred to as the 


INSTRUMENT FRAME PRIMARY SUPPORT. Another pipe skele- 


ton was welded to the primary support such that the plane of the 
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attached pipe was perpendicular to the plane of the primary support. 
This attached framework will correspondingly be designated as the 
INSTRUMENT FRAME SECONDARY SUPPORT. Four pipe coup- 
lers, placed one near each end of each pipe of the primary support 
were sufficient to attach the instrument frame rigidly to the main 
framework: The eee cupport was also constructed of pipe so 
that, if necessary, additional lengths of pipe could be clamped to the 
support at any location and then to a portion of the main framework, 
It turned out in practice, however, that the four fittings on the pri- 
mary support were quite adequate, 

The degree of variability achieved by this particular system is 
due largely to the several possibilities of orientation and adjustment 
of the anchor assembly frame and of the instrument assembly frame, 
Through the use of the scaffold fittings both frames can be mounted 
at any position along any two sets of adjacent parallel pipes of the 
main framework, As an example it will be foe that in Fig. 3, 
the instrument frame primary supports are vertical and are located 
on one side of the main framework while in Fig. 4 although still 
vertical they are completely inverted and mounted on the opposite 
side of the framework, Furthermore, for the configuration of exam- 
ple 2 (Appendix V), the orientation of the primary supports was 


horizontal, 


({) Instrument assembly - translation measurement 
The translation measuring device designed for this equipment 
incorporates the principle employed by the Belgian I, R. S. I. A, 


Commission in some preliminary calibration tests of a two-dimen- 
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sional model, [8] It consists essentially of providing a microme- 
ter type linear measuring device that is advanced until an electri- 
cal contact is just made with the model at the point measurement is 


desired. For the purposes of this investigation two orthogonal trans- 
a 


it seemed expedient to stick to the basic philosophy of using avail- 


lations must be measured: Y3 ~ Yy? and - zy . Here again 
able equipment, Thus, a Bausch and Lomb mechanical stage for 
microscopes was borrowedfor a basis of the translation measuring 
equipment. The mechanical stage as normally used consists of a 
stationary arm to be clamped to the existing microscope stage. By 
use of two rack and pinion sets a microscope slide can be moved in 
directions parallel to and perpendicular to this stationary arm. The 
operator can position the slide by adjustment of two knobs which dir- 
ectly control the two pinions, The mechanical stage incorporates 
scales and verniers calibrated in tenths of millimeters for linear 
measurement in each direction, 

To adapt this mechanical stage to measure translations of the 
model rod, the microscope slide holders were removed, and in the 
place of a portion of the slide holder, the knife edge contact assem- 
bly shown in Fig, 8 was installed. The knife edge contact assembly 
consists of two separate contacts bolted toa small rectangular piece 
of insulating material; the piece of insulation was in turn screwed 
to the mechanical stage. The knife edges of the two contacts are 
perpendicular, respectively, to each of the sliding arms of the stage. 
An electrical wire soldered to each contact terminates ina circuit 
containing:a flashlight battery in parallel with a 1.1 volt lamp and a 


small potentiometer, The center lead from the potentiometer was 
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led t a miliammeter and thence to ground on some point of the frame- 
work, Various switches provide for cutting the battery in and out 
of the circuit, selecting the knife edge contact desired, and cutting 
the ammeter in or out. Two other lamps were provided to indicate 
flow of current through the contact if the milliammeter is not used, 
However, best results have been obtained by cutting the potentiome- 
ter down till about 10 milliamps flow through the circuit when one 

of the knife edges is in contact with the model rod, With this cur- 
rent flowing the voltage across the contact circuit is approximately 
20 millivolts. 

Since the translation and rotation measurements must be made 
at Precisely the same point, the actual electrical contact is made 
between the knife edges and the longitudinal center of the mirror 
mounting barrel, This is the reason mentioned earlier for fabri- 
cating the mirror mounting barrel from brass and then silver plat- 
ing it. By also using silver plated knife edges, a good electrical 
contact is made the instant the knife edge touches the barrel. With 
this design measurements were possible approximately to the near- 
est 0.1 mm (or 0,004 inches), which, as it developed was not suf- 
ficiently precise for a deflection method of model testing. 

An experiment was therefore conducted to ascertain the feasibi- 
lity of using two height gages, whose verniers give readings to the 
nearest 0,001 inch. A duplicate knife edge assembly was mounted 
on the slide of an 18-inch height gage, and several measurements 
were attempted. This introduced the complication of trying to mount 


two height gages at right angles to each other, which could probably 


have been done had the increased precision warranted it. However, 
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the difficulty in getting the light in the correct position for reading 
the very fine graduations on the vernier rendered it cumbersome to 
say the least. And besides, better precision than 0.001 inch was 
desired; thus, the height gages were abandoned. 

The answer to both the reading and precision problem seemed 
to lie in the possible utilization of dial‘indicators, but it was impos- 
sible to use a dial indicator acting on the rod itself. Thus evolved 
the system now used, The mechanical stage is used as before; but 
instead of measuring the motion of its arms by its own vernier scales, 
two dial indicators are mounted in sucha way as to measure motion 
of the arms of the stage. Two aluminum blocks were designed to 
allow mounting of the two 0. 001l-inch graduation, one-inch range 
dial indicators so that motion of the two sliding arms of the mechan- 
ical stage could be estimated to the nearest 0.0001 inch, Inasmuch 
as the ranges of the mechanical stage are 40 mm (1.51 inches) in 
one direction and 80 mm (3.15 inches) in the other, the range of 
the dial indicators would not be adequate to cover the entire range 
of the stage, To provide for this deficiency, the aluminum mount- 
ing blocks were drilled and tapped so each of the dial indicators could 
be clamped at any one of four positions along its mounting block by 
use of anAllen screw, 

This ultimate translation mea suring device was mounted midway 
between the two primary support pipes with the mechanical stage 
stationary arm parallel to these pipes. Fig. 9 is a picture of the 
translation instrument measuring device in position to measure the 


motion of the model of example 1 . 


(g) Instrument assembly - rotation measurement, 
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The rotation measuring equipment used is really a three-dimen- 
sion modification of a simplified version of the optics system of a 
sensitive wall galvanometer’. It is based on the principle that the 
angle of reflection from a mirror placed behind a collimating lens 
will be essentially unchanged by any translational motion of the mir- 
ror, but the change in angle of reflection will be proportional to any 
rotational motion of the mirror. Perhaps the best way to elaborate 
on this explanation is to describe the system used and eetes its 
operation. Two identical optical systems were actually employed 
to be used with the two mirrors mounted on the barrel described 
earlier; thus, a complete description of only one set of components 
is necessary. 

The optics system employed is muite simply constructed as fol- 
lows, The only moving component of the apparatus is, of course, 
the mirror which is fixed to the model by tightening the setscrew of 
the mirror mounting barrel. As pointed out, these small mirrors 
(1/2'' x 1/8'') are cemented to the barrel so the long dimension is 
parrallel to the rod. A four-inch diameter, double convex, 500 mm 
focal length lens is clamped in position by a mounted laboratory 
lens holder. Mirror and lens are designed to be about 2-1/4 inches 
apart. A 15-inch diameter sheet of Masonite is located 19.7 inches 
(500 mm) on the other side of the lens from the mirror, This car- 
ries a large piece of cross-section paper (small division spacing of 
1 mm) and contains a two-watt concentrated arc lamp mounted about 
an inch from the center of the board, Fig. 10 shows this apparatus, 
Descriptions and costs of the above equipment are contained ine@Appen- 


dix VII, 


; The Belgian I. R. S. L A, Commission [8] used a system very sim- 
ilar to the optics of a wall galvanometer for measurement of a single rota- 
tion in one of their early calibration tests, 
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The concentrated arc provides a point source of light at the 
focal point of the lens, All light rays from this point source falling 
on the lene are therefore collimated; that is, they are so refracted 
by the lens that they emerge on the other side as :parallel rays of 
light. Some of these parallel rays strike the mirror and are all 
reflected back as parallel rays at a constant angle of reflection, 
The reflected parallel rays arerrefracted by the collimating lens to 
focus at a point on the rotation measuring scale (cross-section 
paper). (See Fig. 11) Thus far we have discussed the phenomenon 
causing a small dot of light to be shown at a point marked F . 


Now regardless of any translational motion in any direction, if the 
eo 
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a 
mirror rotates an angle of D then the point of reflected light 


4 | 
moves along the scale such that the angle are is is equal to 2D,. 
Therefore, assuming small geometry, D, in radians can be com- 


puted by the simple relationship: 
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Now theoretically, D, should be readily obtained by use of 
equation (1) . However, initial tests on simple cantilevers similar 
to tests described in Appendix II] suggested that the rotations thus 
measured were between one and two percent too small, a phenome- 
non probably due to abberations of the lens, Furthermore, it was 
realized that since the angle gc e. was twice as big as the lens 
rotation, the assumption of small geometry might introduce errors 
sooner than realized, For these reasons rotation-measuring cali- 


brations were made in the optics laboratory by comparing actual 
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rotations measured on a spectrometer table with those measured by 
our apparatus, Appendix I describes these experiments and the 
results obtained, The calibration curves (Fig. 17) obtained were 
used in the analysis of all examples reported in the Appendix of this 
paper. Two calibrations were deemed necessary inasmuch as the 
geometry of the methods of measuring D, differed somewhat from 
that of D, and De : (D, F D, » and Dy represent rotations in 
radians about the x", y'', and z'' axes, respectively , and &, ” 
gand J are coordinates onthe rotation measuring scale correspond- 
ing to D,, D,, and De » respectively.) A glance at Fig. 16 shows 
this difference. The path traced by the reflected dot in going from 
(| / to N > was a straight line crossing generally through the cen- 
ter of the graph and coming no closer than one or two inches from 
the light source, The path from F. to e, moved over a portion 
of the radial line from the light source. It is realized that the effect 
of compound rotations actually observed causes an interaction that 
introduces errors for which we have not calibrated. However, 
these are not large and therefore, no further calibration was made. 
By me anating the coordinates of the reflected points on the rotation 
measuring cross-section paper to the nearest 0.1 millimeter we 
obtain precision inthe order of 0,1 x tome or 0,0001 radians, 
which is consistent with that of the translation measurements, 
The two optics systems are identical. One is mounted on the 

secondary supports in such fashion that a line drawn through the 
center of the mirror, lens, and measuring scale, is parallel to the 


straight pipe of the secondary support and ina plane midway between 


the two pipes of the primary support. The other optics set has its 
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component center line parallel to the pipes of the primary support 


and also lies in their bisecting plane, 


(e) Miscellaneous accessories, 

The intensity of the reflected dot described above is not enough 
for the point to be seen in the presence of bright overhead lights. 
Asa result, it was convenient to place an off-on or dimming switch 
for the overhead lights in the vicinity of the apparatus, Since it is 
also convenient to have power supplies for the concentrated arc 
lamps and switches for the translation measurement electrical cir- 
cuitry easily accessible, the small instrument panel pictured in 
Fig. 12 was fabricated to bring these various switches and the 


translation milliammeter together, 


(f) Cost of Construction, 

As pointed out throughout the above sections, every attempt was 
made to utilize commercially available material in the assembly of 
all components used, Appendix VIJlis a list of the main purchasa- 
ble items together with their approximate present day prices, The 
total cost of the entire system described herein is approximately 
$1,000 at commercial rates. Included in this price are costs of 
purchasable equipment and materials in addition to 13 man days of 
machine shop labor; however, this does not include alignment and 


adjustments of components by the investigator. 


Operating technique. 


The use of the system just described in analyzing the three examples 


produced some definite techniques in installing model and equipment and 
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in effecting the desired measurements, Some of these are worth discus- 


sion and are therefore reported below, 


(a) Preparation and mounting of model 

In setting up the apparatus described above it is first necessary 
to prepare the model to be tested, A scale is picked to permit as 
large a model as the framework will allow, The configuration is 
laid out to scale on large sheets of cross-section paper, A piece of 
rod is cut at least two inches longer than the total length needed for 
the model. (One-eighth-inch rod comes in 12-foot lengths, which 
should always be ample.) The rod is then placed on the layouts and 
starting at one end it can be shaped by bending it by hand, Aluminum 
bends quite easily; but even with steel, very good models can be fab- 
ricated by hand so that the variation from the layout is never more 
than 1/16 inch, This turns out to be quite adequate, and it is again 
in keeping with our basic philosophy of simplicity, Any further 
accuracy in model fabrication would require annealing, bending over 
templates, and subsequent heat treating, a complication that is not 
considered warranted, Care must be taken to allow an extra inch 
at each end to permit anchoring the model, 

After the model is formed, the mirror mounting barrel is slip- 
ped over the end of the model to be measured, This barrel may be 
roughly placed at this time, and it should be as far away from the 
end as the rest of the configuration will allow, At least four inches 
away is mandatory, and eight or ten inches is preferred, Experi- 
ments (Appendix IV) demonstrate that accuracy is a function of this 
distance of point of measurement from the anchored end, distance 


By 
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Before continuing we must define the unprimed set of coordin- 
ates, to which brief reference was made previously, (See Fig. 1) 
Axes x, y, and z are those of the original coordinates as stated 
in the problem, They will have origin at point O, which is also 
assigned when first making up the problem. It is important to remem- 
ber that while the primed and double primed coordinate sets are 
always at the anchored end and a function of the orientation of the 
anchor and instrument assemblies, the UNPRIMED COORDINATES 
AND POINTS O AND A ARE FIXED WITH THE MODEL, That is, 
any inversion of the model results in moving and inverting the 
unprimed coordinate system. One more group of symbols we should 
know at this time is X, Y ,and Z, which are merely the coor- 
dinates of point A inthe unprimed system. 

Now assuming that we first want to measure reactions at point 
A , we must compute X, Y, and Z from the model dimensions, 
The deformation assembly is set in approximately the middle of its 
range in all three directions, Then the end of the anchor block is 
spotted as accurately as pessible so that it lies roughly distances 
of X , Y , and Z from the clamping vise of the deformation assem- 
bly. The anchor assembly framework is then clamped into place by 
use of the pipe couplers. Once this is spotted, slight adjustments 
can be made to the deformation assembly until the distances X, 

Y , and Z are established between the anchor point and the defor- 
mation clamping point, 

Before mounting the model a final check is made for paralLlel- 
ism and correct positioning of equipment, This final adjustment is 


accomplished by use of a flexible steel rule calibrated to the near- 
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est 0.01 inches, a large carpenter's square, a level, and a square- 
level combination, Using the floor and the framework side opposite 
the instrument assembly as working surfaces, the various compon- 
ents of measuring and mounting equipment can be aligned, A 
straight, rigid piece of angle iron can be clamped to the two pipes of 
the working side of the framework by three-inch C-clamps. (See 
Fig, 4) This angle can be moved up and down the side and isa 
great alignment aid. The above-mentioned alignment should be made 
with the instrument assembly frame in its approximate location, 
With the completion of this adjustment, the model can be inserted 
into both the anchor and the clamping vise of the deformation assem- 
bly. Tightening bolts on both of these devices rigidly supports the 
model, No further support has been used in any of the examples 
worked thus far, and in keeping with the notion of maximum simpli- 
city none is envisioned, It is true that the weight of the model causes 
it to sag somewhat, but this does not change the configuration appre- 


ciably, and thus far has not exhibited a large effect. 


(b) Deformation and measurement, 

Under the topic of development of theory in Section 5 there is 
a discussion of the method of computing deformations to be applied 
at the deformable end. Inorder to utilize a moderately large total 
displacement without introducing errors due to geometric distortion 
of the deformed configuration, a technique described by T. M. 
Charlton [2] is used. It consists simply of displacing the deform- 
able end, first one-half the desired total amount in a negative direc- 


tion, and then one-half in the positive sense, 
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How this is done with this apparatus can best be seen by using 
a simple example. Assume that, for the present orientation, point 
O is at the rae end and the only deformation desired is one 
of Ax = +1,000 inch, We first turn the x-crank to move the 
assembly 0,500 inches ina negative x direction. It is necessary 
to use the usual precaution of always coming up on the reading from 
the same direction to avoid backlasherror. After taking one set of 
displacement measurements, the assembly is then cranked 1,000 
inch in the positive x direction, and another set of displacements 
read, For a good check it is advisable to move the assembly back 
again 1,000 inch in the negative x direction (remembering to avoid 
backlash error) and ascertain if the original readings are duplicated. 
It is pointed out with satisfaction that in this system they have always 
been in good agreement. 

Before the first deformation is made, the instrument assembly 
frame should be slid into the exact position desired and firmly 
clamped in place. Position is determined by insuring: (1) that 
knife edges are a distance from the anchor equal to the L length 
desired, and (2) that with model undeformed the rod passes the 
lenses at a distance of approximately two and one-half inches from 
the center of each one. (See Fig. 13) Once the instrument frame 
is set, the mirror mounting barrel must be finally adjusted so that 
(1) knife edges will strike it at its longitudinal center, and (2) with 
concentrated arc lamps on, the point is reflected back to cross-sec- 
tion paper approximately in the center of the board. When it is 
adjusted properly the barrel shaquld be fi rmly fixed on the model rod 


by the set screw. Now that all apparatus is tight and in position, 
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the distance L , between end of the anchor bar and the knife edge 
contacts, can be measured to the nearest 0.01 inches witha preci- 
sion flexible steel rule, 

As pointed out by cantilever experiments of Appendix III, a 
very small error in either rotation or translation measurements will 
cause a considerable error in reactions computed from this data 
due to the nature of the equations used, (See equations 31 to 35) 
Thus, care must be taken to realize the best precision possible, 

The best method of taking dial indicator readings for the trans- 
lation measurements is as follows: set the temporarily unused 
knife edge a certain predetermined distance from the barrel ( to 
insure always measuring at the same point on the knife being used), 
then advance the knife edge assembly towards the barrel by twisting 
the proper mechanical stage knob until a deflection is received on 
the milliammeter. Note the dial indicator reading and then turn 
the knob in the other direction till the milliammeter ae calc abruptly 
falls off to zero. The correct reading has now been bracketed, and 
the precise point of contact can be found by adjusting the knife edge 
in as small motions as is possible while watching the dial indicator, 
After each slight motion the operator should glance at the milliam- 
meter, Ultimately, the motion of another one or two ten-thousandths 
of an inch will cause a deflection; this point of threshold of contact 
is where the dial indicator is read and recorded, After the reading 
is made by the y"’ knife, it should be set at a prescribed distance 
from the barrel and the same procedure as listed above carried 
through for the z'' knife. The easily read dial indicators render 


this procedure a quick and precise means of obtaining the transla- 
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tional displacement readings, Of course, another set of readings is 
taken after the positive deformation and the differences between the 
two sets gives the translations D, and D, directly. 

The rotations can be as readily found as the translations, After 
the first (negative) deformations are applied, two sets of coordinate 
axes are arbitrarily drawn on the rotation measuring graphs of each 
system on some convenient bold lines in the vicinity of the reflected 
points, Then the two coordinates of the reflected point are recorded 
for each system, On one graph, a and 7) will be obtained and 
on the other E again and ae will be recorded. After deforma- 


4 
tion of the system, it is simply a case of recording ,°, and / 


Z Z 
and fe and eS , respectively. A quick check of the two A £ 's 
will indicate any error in reading or misalignment of the system, 

There fe one more observation which should be made and that 
is the closest point of approach of the reflected point to the concen- 
trated arc lamp. This information is used in selecting the proper 
calibration curve from Fig. 17. 

One other item that bears mentioning under the title of techni- 
que is the model inversion problem. For two dimension problems 
with parallel ends this is no problem; the model is simply rotated 
180° about the axis out of the model plane and reinstalled. In prac- 
tically all other cases, however, a slight respotting of anchor and 
instrument frame will be necessary. Suffice to say here that there 
are several ways of inverting the model in each case, but almost 


always, one method causes a minimum of instrument modification, 


and naturally such an inversion 1s to be sought, 


2 
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5. Development of theory. 


The basic principles for the type of model test used herein were des- 
cribed briefly in Section 2; however, a more specific discussion of actual 
equations used is covered in this section. Common to all model test 
systems is the method of scaling from model results to actual pipe reac- 
tions, The following is quoted from a description of the M. W. Kellogg 
Model Test [9]: 


As the end and intermediate restraints for the model and the 
piping system which it represents are assumed to be the same, 
and since both are structures obeying the conventional load- 
deflection relationship, their mutual force and moment rela- 
tionships can be expressed as a simple ratio of their respec- 
tive dimensional and elastic properties and corresponding 
load-deflection relationships. . 


Therefore, as pointed out in the same section, the following equa- 


tions are pertinent: 








EF E I A A a 
a — = - P ae , and (2) 
m m m. m p 
M E I A “ 
eee Pe ee (3) 
M E I A “A | 
m m mP 


where subscripts p and m refer to piping system and model, respec- 
tively, E = modulus of elasticity, I = moment of enertia, 
a/b, = ratio of end deformations (ratio of total deformation com- 
puted for prototype to deformation applied to the model), and 
fr IR = linear dimensional scale of the model. 
m "*P 

Before any analysis of piping flexibility can be undertaken by any 
method, model or analytical, it is necessary to compute end deforma- 


tions Ax, 4m, and Az. These consist of contributions from the 


thermal expansion of the pipe as well as from thermal displacements of 
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equipment to which the pipe is fastened. These contributions can be 
intuitively unscrambled, but the following table is a helpful device for 
keeping algebraic signs straight in computing the various deformations: 
assume that we desire deformation A x for the model mounted with 
point O at the deformable end, and we know the linear thermal expan- 
sion = B inches/100 feet; we know X , the coordinate of point A 
in feet; A Xp = external motion of point O and Ax = external 


A 
motion of point A . Thenby use of the table (equation 4) we see that 


— = =e t SX - AX, .- 












Equipment Expansion Alone 


Motion of 
point 


Pipe Expansion Alone 


Reverse of 
motion of 






Motion of A due to thermal 
expansion for O stationary 





and A unrestrained O point A Total 
mB (XB +A Xo 
- A Xa ) 


Equation (4) 

Once A he is obtained, multiplication of this result by the deforma- 
tion ratio, 4nl4, , yields Ax _ , the deformation to be applied to 
the model. The question arises of how to choose the deformation ratio, 
Experiments to date have produced no definitive method of arriving at 
this ratio; obviously it depends on how large we desire the largest com- 
ponent of deformation to be. Appendix IV reports the results of an exper- 
iment in which the accuracy of one of the force components were observed 
for various values of the deformation ratio, It is clear from this exper- 


iment that the deformation ratio has no effect on the accuracy of the sys- 


tem except in the cases where it produces such extremely small dis- 
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placements at point P to cause potentially large errors for small mis- 
takes in measuring. As an order-of-magnitude estimate only, a maxi- 
mum deformation of two inches in any one direction is suggested as 
something that would normally produce satisfactory results with this 
equipment. 

At this time it is worthwhile to review the coordinate systems being 
used, First of all the double-primed coordinate set has its origin in the 
plane of the mechanical stage and point of measurement and is controlled 
only by the position of the instrument and anchor assemblies, For exam- 
ple, x'' is always measured from point P along the model positive in 
the direction towards the anchored end. And similarly, y'' is always 
parallel to the 68-inch pipes of the instrument frame primary support, 
and positive going from the knife edge towards the model, Therefore, 


z'! 


is always parallel to the straight pipe of the instrument frame sec- 
ondary support and is positive in a direction to be consistent with x"! 

and y'' fora right hand-system. Displacements in this double primed 
2 9 D, 9 D, 9 D, 9 


lations in y"' and z'' directions, and rotations about the x" , y" , 


system are labelled D and Dy to indicate trans- 


and z'' axes, respectively. Similarly, reactions F, and F, are 
forces in y'' and a" directions while Fy, : F, » and Fe are 
moments about the x'', y'' , and z'' axes, respectively. 

It will be remembered that the single primed set of coordinates, 
x' , y', and z' , are parallel and in the same direction as the double 
primed set, but with origin ALWAYS AT THE POINT OF ANCHOR; 
and the unprimed set of coordinates, x, y , andz , are FIXED IN 


THE MODEL with origin at point O , and are supplied in the original 


statement of the problem, 
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The heart of the deflection measurement method of model testing 
is contained in equations 31 through 35 derived in Appendix II, The 


equations are repeated below for emphasis: 





ms 7 ~~ - dD, (32) 
F, = = (>, ] (33) 
Fe = 7 iat - OD, (34) 
eS Gs — ae. 2 De (35) 


Appendix II is a matrix derivation of these equations based on relation- 
ships listed by Timoshenko and McCullough [10]. Once F, through 
Fy are obtained., it then becomes necessary to use simple static rela- 
tionships to find the reactions at the anchored point, The following 


relations follow immediately from static equations: =F, = Q and 


2(M,)_ ='0 : (See Fig. 14) 


i. ‘cal F, (5) 
Fe =e F, (6) 
M. 2 -F, (7) 








E(M,)- 
(My) » 


Figure 14 


we FP, r howe O; F 


s Fi, ¢ Moe 0; My = -F, 


N 
! 


O° Fs 7 Myt- Fork = De Myt = FotL = Fs 
My = “FL ~ Fe 
Fe x Mot rs Pyil = O: Mot = “Fy - Fy 
Mor = Fe 7 Fol 


Static Relationship Between Reactions at Point P and 


Those at Point of Anchor 
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Zz 2 6 (9) 


We now have the reactions at the anchored point in the primed coor- 
4 
dinate system. The next step is to convert these reactions to the coor- 
dinates of the problem, the unprimed set, The following matrix equation 


described by J. E, Brock [1] is a general solution: 


Fy = Ly |X F ; (10) 


where Fo and Fy are column matrices of reactions in the unprimed 
and primed systems, respectively, and Ly} isa 6 x 6 matrix based 
on direction cosines between the two systems, In many cases, however, 
the two coordinate systems have parallel axes, and in such problems the 
conversion is an elementary consideration of merely changing algebraic 
signs and labels, This is the case in examples 1 though 3 in the Appen- 
dix, 

It will be remembered that the measurements at one end do not 
reveal the force Fs . For this reason measurements are taken at the 
other end of the model, again failing to provide the new Fe at that 
end, Now if the two end legs are not parallel, conversion to the basic 
coordinates of the problem will reveal all unknown reactions, However, 
for cases where the end legs are parallel and in cases where a check 
is desired on known data, it is necessary to have equations linking the 
two ends from which it is possible to solve for the as yet undetermined 
components. Conversion to the coordinates of the problem results in 
reactions in the unprimed system at both point O and point A, (Sub- 


scripts O and A _ will differentiate between the reactions at these: 
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two points), It will be remembered that X , Y , and Z are coordin- 


ates of point A. 





Figure 15 Typical Three—dimensional Model 


Fig, 15 shows a typical three-dimension pipe system, Summing mom- 


ents about point O , we have: 


Mio t+ May + FyaX - Fi, = 0 (11) 


and gee e for PA 


= 220 os ee (12) 
x¢ 


Duplicating the above for the other two planes, and solving for both forces 
in each equation leads us to the following equations: 


Far - (Mig + Ma) 
EF = (13) 
xA 7 
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Z i (Mio + Ma) 7 Fea * 

, 2" (14) 
Y Z 

F _ a i= re sf Ae 
i (15) 
y x 

2 : (Mig tM, + Fy, Z 
zA ~ ae = (16) 

x 

2 7 Te -(M,, + M.A) 

ZA a. a (17) 


Equations (12) through (17) have considerable utility since (1) for 
parallel end legs two equations can be used to find the unmeasured force 
and four others are available for checks, and (2) for non-parallel end 


legs all six equations may be used for various checks, 


6, Analysis of data, 


As soon as it is decided to what scale the model will be built and 


EF 
° e ° oo 9) 
what Es aaa ratio will be used, the scale factors, Se = ¥- 
= Pp : 
and Su = ao Ocan be computed from equations (2) and (3) . 


In the examples of the Appendix, these computations are made on data 
sheet I, provided as a convenience for this purpose, It will be noted, 
however, that Su contains a factor of 12 in the denominator to give 
results in pound feet, 

In converting from measured displacements at point P to reactions 
at A and O , many factors are common to several of the individual 
calculations, Therefore, it was also convenient to devise an orderly 
method of using these common factors and of recording results, Asa 
result, data sheet IJ has evolved. Thus, as soonas L is known, we 


; , eee ies » and JG/L immedi-- 


ately for use in later computations, 6 En a = Telhs>” “ID. in; e and 


can solve for 2/L , 2/3 L , 3g 


2) | 





ee Gon eameco’, 5) ib. in. : are values for an one-eighth-inch diameter 
steel rod, 

The translation section of the sheet provides space for recording 
the dial indicator readings after negative and positive deformations and 
a place for their differences, D, and D, . The rotation section sim- 
ilarly provides spaces for recording coordinates of the reflected dot 
after negative and positive deformations and a place for their differences, 
In addition,room is available for recording and applying the conversion 
factor obtainable from the calibration chart of Fig. 17. 

For the force computations two sections are available for step by 
step use of equations (31) and ( 32) to solve for Fin , and for record- 
ing and applying the force scale factors, By changing algebraic sign 
when applying Sp , Wwe can not only scale the answer to the piping sys- 
tem, but also apply equations (5) and (6) to give final results of De 
and Fo . The section for M,., computation allows for multiplying 
D, by J G/L. and an application of the moment scale factor witha 
change of sign to account for equation (7) . 

The other two moment sections of data sheet II , were devised for 
step by step use of equations (34) and (35) . However, here multipli- 
cation by (- 6 mr“) is effected to produce negative values of F, 


m 


and F by equa- 


mM 


“These are used to compute M_, and M , 
6m y'm Z 


tions (8) and (9) . Therefore, inthis case a multiplication by the 
positive moment scale factor yields Si and M : 

At the foot of data sheet II there is space for the reactions in the 
unprimed or original coordinate system, Having filled out two data 
sheets, one for each end of the model, we will have at our disposal two 


forces and three moments at both O and A ,. As the forces at A are 
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the same as the negatives of those at O , the unknowns of the problem 
consist of three forces, three moments at O , and three moments at A, 
Now, we have all the unknown moments at both O and A, 

Let us consider the case where the A leg is not parallel to the leg 
at O but it is parallel to one of the unprimed axes. Here we have avail- 
able two forces at A anda repeat of one of these forces plus one new 
one at O ,. Therefore, all unknowns have been measured, 

Now in the case where the A leg is neither parallel to the leg at O 
nor parallel to any of the unprimed axes, the conversion from primed 
Beordinate reactions to unprimed reactions at A , will involve the use 
of equation (10) . The matrix multiplication in this case will produce 
three unprimed forces at A , all containing the unknown Fi . oince 
information at O will contain three other forces also containing Fe 
(or else two known Pare a6 ) , equating any of the corresponding pairs 
of forces will give an equation in F, . Having solved for Faas 
all three forces can be found, 

In the third, but special case, where the O and A legs are parallel, 
the same two forces will be found at each end, Inthis case use of the 
equations (12) through (17) | (two will always be applicable) will pro- 
duce the third force. 

It is evident that in the use of the above system there is in every 
case an abundance of information, Several methods are available for 
reducing such redundant information, but in the examples involved in 
this paper a simple arithmetic average was taken when the unknown was 
found twice in the same manner (e.g. measurement of same force at 
both ends, or use of two of equations (12) through (17) .) 


We have thus far extensively covered methods of reducing the dis- 


se: 





placement Pee mente to the nine important unknowns (three forces 
and three moments at each end, but the forces at one end are equal in 
magnitude to those at the other) of a piping flexibility problem, If any 
information is desired at any intermediate position on the model, sim- 
ple modifications of equations (12) through (17) will produce this infor- 
mation, 

The question now arises as to what kind of accuracy can be expected 
in the results obtained above, A glance at Appendix IV indicates that for | 
cases’of a generous L dimension, results are excellent; and a look at 
Appendix V shows that in cases of all but extremely small reactions the 
results are equally good. 

Now let us consider the case where the dimensions of the problem 
dictate that we use a small Land another case where a normal discrep- 
ancy ina very small reaction will cause a large percentage error, In 
these cases a quantitative refinement can be made to the data based on 
past experiences and results of previous experiments and calibrations, 
Examples of such experiments are available inthe form of Figs, 20 , 
22 , and 23, Fig, 20 shows a curve of percent error in M,. versus 
ie; Fig. 22 , percent error in ae versus ithe ; and Fi g. 23 , per- 
cent error of Mis versus it, . Lhe ordinates of these curves show 
percent error between experimental results and theory; and they indi- 
cate errors in one direction only, In fact, the model test experiments 
indicate the model is systematically more flexibile than theoretical pre- 
dictions, These curves were obtained as being representative of the 
three types of equations relating D's and F's ., To use this informa- 
tion, it is desirable to take two complete readings at one end at different 


L distances. If a qualitative examination of the two sets of results 


Weee pages 87 through 97 for a discussion of the unexpected shape 
of these curves. 
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reveals a general agreement with curves mentioned above, then it is 
safe to go right to these curves, pick off an approximate percentage 
error for the L used, and simply reduce the reaction concerned by 
this — 

Now in results where a component is small and the percent error 
is therefore suspect, or where it is obvious that some of the static equa- 
tions, (12) through (17) are not satisfied, the following procedure is 
recommended, Any increases or decreases in accordance with the 
above paragraph should be applied, and then one of the equations (12) 
through (17) may be solved for the questionable unknown, In many 
instances two of these equations can be used and their results averaged, 
In the two main cases where the lack of Poa means solving for one of 


the forces in some manner, it is advantageous to apply all the above 


refinements before the equations'are solved for the unknown force, 


7. Results. 

In an effort to test the capabilities of this system of model testing, 
four general systems were analyzed, The solutions are contained in 
the Appendix, 

The first set-up was a simple cantilever with end weights applied. 
(See Appendix III) 

The next model tested was for analysis of the two-dimensional Z- 
Bend recommended as a standard piping flexibility analysis problem 
by Piocker and McCutchan [4]. (See Appendix IV) 

The first three-dimensional problem tested was the Hovgaard Bend, 
another standard problem recommended by Crocker and McCutchan, 
(See Appendix V) 


Finally, in an effort to ascertain the versatility of the deflection 


t Purther suggestions for corrections to short-L data are discussed 
in Appendix IV, 
ope 





model test system, a typical steam piping problem was created. In this 
system L was equal to 5,16 inches so that the refinements referred to 
in section 6 were made after measured results were obtained. The 
final results were recorded, and then the problem was solved by analy- 
tical means on a digital computer, Appendix VI shows the good agree- 
ment between model and analytical analysis, This system was also anal- 
yzed by use of an identical model made from aluminum, The aluminum 
model, while not producing the accurate results obtained by the steel 
model, gave agreement with theory within 25% for all components and 
within 9% for resultants. 

The table below is a brief compilation of percentage of error between 
resultants of reactions as measured by the deflection model test method 
and as solved by analytical methods on a digital computer, It is to be 
remembered that the analytical solutions with which we make these com- 
parisons are for the problems given but with the bend flexibility factor 


set equal to one, 


GAB iE .1 


he tee eS ee 


Percent error obtained between deflection model test and theory 


Ne Rm ee a Sr ee ee ee i — ee 


Hovgaard Bend Typical System 





An analytical solutions were obtained ona National Cash Register 
Co, CRC 102 A general purpose electronic digital computer by tse df the 
matrix method of piping’ flexibility analysis described EY Professor John 
E. Brock [1]. 
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It is true that the above picture does not tell the complete story, 
In the situation above an error as high as 7.1% for cantilever problems 
was found; maximum error for Z-bend was 3.8% for one component; 
for the Hovgaard Bend, the maximum error was 5, 7%; and for the typi- 
cal problem, example 3 , the maximum component error was 10.3%. 
These, however, were not in major components as confirmed by the 
resultants above, These results are indeed gratifying, A comparison 
of the results of all major model test laboratories in Europe and in the 
United States was made by the Belgian I. R. S. I. A. Commission [ 8]; 
this report shows that the average model test error by other methods 
is of the order of 10 to 15 percent, One series of tests conducted by 
the Commission, however, has been made where every detail is accounted 
for as meticulously as possible, and in this case they report average 
errors in the vicinity of 1% for tube models of 13 mm outside diamerem 
making up a three-dimension model consisting of three legs welded at 
right angles, Clearly bend flexibility was not involved in these tests, 
For this reason it is certainly permissible to compare the results as 
listed in the table above with those of the Belgian lI. R. S. I. A, Com- 


mission, 


8, Conclusions, 

Model tests reported in this thesis confirm that results of adequate 
engineering accuracy can be obtained to piping flexibility problems for 
two anchor configurations using the ''deflection method" described herein 
and employing simple equipment composed largely of commercially avail- 
able components, If bend flexibility factors other than unity are required 


it is necessary to simulate this in the model; however, this was not 


done in the tests conducted for this report and has been left for subse- 


2) fi 





quent investigators. In configurations for which the point of measurement 
can be approximately eight inches or more from the point of anchor, it 
can be expected that reasonable care with experimental techniques will 
produce values of resultant force and moment at the anchor substantially 
within 10% error and that individual components, unless they are quite 
small compared to the resultant, will also be of better than 10% accuracy. 
If the measuring leg must be less than approximately eight inches, system- 
atic errors very similar to those reported by other investigators, are 
introduced, but if the measured leg is at least four inches long, to a rea- 
sonable extent they may be compensated by the use of correction curves, 
Possibilities for corrections for use with extremely short legs are dis- 
cussed in Appendix IV. Since the heart of the deflection model method 
and its equipment is a set of displacement measuring devices, this model 
technique is particularly well adapted to the determination of deflections 
at various points in the configuration so as to provide information of 
value in specifying hangers and supports, 

This model test system imposes no new difficulties in the preparae 
tion of models nor does it lessen any of those which pertain to other model 
procedures; the models used in this investigation were cold-bent by hand 
from commercial rod and provided adequately accurate simulation of the 
prototype piping system, subject to the limitation on bend flexibility fac- 
tor mentioned above, While no tests were made on multi-anchor pro- 
blems, it appears evident from the success which was achieved for two- 
anchor problems, that the more complicated problems can be treated 
with comparable success merely by introducing Raditional deformation 
assemblies, 


Asa result of encountering difficulties with less accurate design 
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and components, the measuring systems described in this report repre- 
sent considerable evolution from the first attempts. However, it is not 
intended that the description of the apparatus which is given here be used | 
as a blue-print for the construction of similar facilities, but rather that 
it provide a point of departure for others in exercising ingenuity and mak- . 
ing use of local facilities so as to produce model testing equipment of par- 


ticular utility and economy. 


a9 
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APPENDIX I 


CALIBRATION OF OPTICS SYSTEM 


In order to provide an accurate relation between displacements of 
the reflected point of light ( af » 4”, and AJ ) and actual angular dis- 
placements, D, ; D, » and De » an optics experiment was conducted 
wherein the mirrors could be rotated to give a definite reflected-dot 
displacement while the true mirror rotation could be measured. 

To accomplish this, the following apparatus was employed. The 
mirror mounting barrel was placed vertically in the center of the plat- 
form of a spectrometer. The lens from the model test apparatus was 
placed about 2.5 inches from one of the mdrrors, and the nate of 
light source together with the rotation-measuring scale (also from the 
model-testing apparatus) was placed 19.7 inches from the center plane 
of the lens. (Lens focal length = 500 mm = 19,7 inches) 

Two experiments were then conducted. Inthe first, the rotation- 
measuring cross-section paper and point of light source were oriented 
with the light below the center of the graph paper mounting board. (See 
Fig, 16, Case 1) The mirror mounting barrel, secured to the spectro- 
meter platform by wax, was tilted slightly to allow the point of light to 
be reflected to the center of the cross-section paper, approximately 
25 mm above the light source bulb. The spectrometer was rotated 
until the reflected light dot rested directly on an even scale line at the 
center, and the platform angle was read and eBeeted. The vernier 
scale made possible a reading to the nearest one minute of arc, anda 
reading to one-half a minute could be estimated. 


The spectrometer platform was then rotated in 10 mm of reflected- 
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dot-displacement increments to 70 mm on both sides of the center scale 
line. Then for each 10 mm displacement, the spectrometer platform 
arc was recorded, The results tabulated in Table 2 were obtained, 

This type of reflected-dot motion would be typical of a rotation about 
either y'' or z"' axes and therefore gives D, or De » Thus, the mil- 
limeter scale displacements were A 4 or Sj , respectively; hence, 
the symbol, n , is used for the reflected light in Case 1 . Actual mea- 
surements of arc will be listedas ® , while “B® converted to radians 
will be thought of as D, (representing D, or Dy ). As just pointed 
out, the calibration thus obtained is valid for both ? and J. 

Now once the data of Table 2 were obtained it remained to trans- 
form this information to useful conversion data, Inasmuch as most con- 
figurations would involve a (or a ) by producing 7 \ , ON« One side of 
the center and 22 on the other side, A /) 's were computed to provide 
for this type of motion. (See column 3 of Table 3) The corresponding 
A 8's were then found and recorded, From this the ratio =F was 


tabulated; and finally A 96 (minutes of arc) was converted to D 
D 


5 
= 


5 
resulted, By plotting 





(rotation in radians), and the useful value 
D 


this information, > 
il 





versus | , calibration curve (1) of Fig. 


y 


17 was produced, 


Experiment number two consisted of using the same general proce- 


A 
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dure to arrive at data for This time the reflected point would 
move from a point near the center of the graph paper on a line going 
through this point and the center of the light source lamp, (See Fig. 16, 
Cases 2 Ae 3) Since it was realized that different results might per- 


tain if the were not always at precisely the same spot, two mani- 


pulations of the data were effected, Case (2) for starting point 15 mm 


away from the edge of the concentrated arc lamp and Case (3) for a 
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25mm away. (See Tables 4 and 5) Plotting these results produced 


curves (2) and (3) of Fig. 17. 


TABLE 2 


Data for Optics Calibration Experiment, Case 1 


” 0 S @(for SN = 10) 
0 12° 36! ae 
10 ey 11! 35! 
20 13 46 35 
30 14 DS 35 
40 14 55.5 34, 5 
50 15 30 34,5 
60 16 04 34,0 
70 16  ~— 38 34, 0 
-10 IZ 01 35 
-~20 11 26,5 34, 5 
-30 10 52.0 34,5 
-40 10 18 34 
-50 9 44 34 
-60 9 10 34 
E70 8 36 34 
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f 


0 (15 mm from edge of 


10 
20 
30 
40 


50 


TABLE 4 


Data for Optics Calibration Experiment, Cases 2 and 3 


lampP 


0 
5° 56! 
5 21 
4 46 
4 11.5 
3 37 
3 03 

TABLE 5 


A 0(for AF = 10) 
35 

35 

oe 

34,5 


34 


Computation of Conversion Data for Optics Calibration, 


Cases 2 and 3 


CASE 2Z (original point 15 mm from edge of concentrated arc lamp) 


E 2 


10 
20 
30 
40 


50 


A 0 


Ce. 


CASE 3 (original point 25 mm away) 


E 2 
10 
20 
30 


40 


A 8 
3 
ee, 
bel 
3.47 


3,45 
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D,/Oé 
Peg? 58 er = 
Wie? oe nes 
le 
1.08 


1,05 


D,/4 § 
rex 1008 
1,09 
1,08 


1,02 
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APPENDIX II 


DEVELOPMENT OF BASIC FORMULAS RELATING REACTIONS 
TO DEFLECTIONS 


In order to present in an orderly fashion the development of the 
equations for reactions at point P as a function of linear and angular 
displacements, a matrix analysis will be used, Thus, it is necessary 


to define a few symbols not specifically listed inthe Table of Symbols 


at'the front of this paper. 


D D D D 


72 P 3 9 4 | 5 6) 9 
where D, ; D, and D, are linear displacements at point P and D, ; 


D, and Dy are rotations about axes x'' , y'' , and z'’ respectively. 


(a) D' is a column matrix, (D, Peay D 


See Fig. 1 for coordinates. 
(b) F' is another column matrix (Fy through Fy) , where again 


a, EF and F 


, are forces in directions x'' , y'' , and z' , and 


22 3 


F, and FY are moments about axes x'"' , y'' 


F , and z"' , respec- 


4 9 
tively. 
(c) C' isa6X 6 matrix relating forces applied at point P to 


deflections, at the same point, produced by these forces, 


Thus, 
OA ee — ae (18) 


where eee is equal to the i-deflection due toa j-force. Therefore, 
by use of equations of article 57, (1) and (5) of Timoshenko and 


MacCullough [10] the matrix C' can be constructed as follows: 
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OH = 0 0 0 0 0 0 


0 ae 0 0 0 -L° /2E! 
0 0 . 2/351 Oe oC 
(19) 
0 0 0 L/JG 0 0 
0 0 L° /2E1 0 L/EI 0 
De” (221 oO 0 L/EI 
For simplification in manipulation, let 
oS i etayy (20) 
b = i (2 ai (21) 
c L/EI, and (22) 
“ qd os L/JG (23) 


It is clear from the zeros that appear in column one and row: one 
that there will be no relation linking Fy and D, . Therefore, for 
further simplification we can eliminate these terms and utilize the fol- 
lowing equation obtained by substituting equations (19) through (23) 
in (18) :- (The 5 X 5 matrix shown below will be designated as C , 


and the two column matrices as F and D, respectively. ) 


\ 


= = 
a 0 0 0 -b/ y F,j = D, 
0 a 0 b 0 F, D, 
0 0 d 0 0 Fy D, (24) 
0 b 0 c 0 ie iB 
ead | 0 0 C F, D, 


Now what we desire is F asa functionof D. Thus, from (18) , 


F = Cc D , (25) 
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PE teineCmameis the Feciprocal of G ; i.e. G G = Cues 


The reciprocal of Cis given by the formula 


a Yi we g ' ty 
> A ad 


C2 ee eerg lee (26) 
. Fel 


i.e, the reciprocal of matrix C is equal to the product of the reciprocal 
of the determinant of C and the transpose of the adjoint of C. Solving 


for the determinant of C yields 


jc | = a“c’d - 2 ab“cd 3 b*d 


d(ac - bei (27) 


The adjoint of C is a matrix composed of the cofactors of each 
term, and is equal to 


? 


[¢,] = | (acca-bca) 0 0 0 (-abed +b°d) 
0 {(ac“d-b ed} O (cee aeeeR 0 
0 0 (acenee O 0 
Mi(eabcd ehacn 0 (a°cd- abd) 0 

iginedla ee 0 0 0 fede anced) 


Equation (28) 


Then by substituting (27) andthe transpose of (28) in equation 


(26) , we obtain the equation: 
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eos a eed bce 0 0 (+abedeubea 
d(ac-b ) > > 3 
0 (ac d-b cd) QO (-abcd+ bd) 0 
0 0 empaie 0 0 
peetcabecuanecs omiecedeeicad) 0 
ivedeib die n0 0 0 (ane been 


Equation (29) 


Dividing the elements of the matrix by d(ac - b°} » We get 


-1 ] 


(ac-b ) 
0 Cc 0 -b 0 
0 0 l/d 0 0 (29a) 
0 -b 0 a 0 
b 0 0 0 a 


Thus, substituting equation (29a) into equation (25) , 


ip! 
(ac - b ) a | 
4 
4 0 0 l/d 0 0 D, | 
F, 0 =b 0 a 0 5 
6 b 0 0 0 a 6 


Equation (30) 
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Now taking the various equalities implied by the above matrix equa- 


tion and substituting the values from equations 


amd (23) , we have the desired results: 


o~ 


cD, - bDy 


me 2 


ac - b 


cD, - bD 


5 





6EI cD, 
Le L 
6EI ad 
L° i 
JG D, 
L 
6EI ei Phe 
L2 3 
6EI ety 
L? 3 


72 


(20) , (21) , 


fell) 


(32) 


(33) 


(34) 


(35) 





APPENDIX III 
TESTS CONDUCTED ON SIMPLE CANTILEVERS 
WITH STANDARD WEIGHTS 

Two experiments were conducted on simple cantilevers in ae: 
(1) to point out accuracy possible by the deflection measurement method 
and (2) to ascertain the effect of length L (distance from anchor to 
measuring point P) on the results obtained for a moment about the axis 
of the model, M ! 

In the first experiment four runs were made, utilizing weights of 
50 gms , 100 gms , 200 gms , and 300 gms , respectively, as 
known force oe (also = Ps in this case). (See Fig. 18) In each 
run the force was computed three different ways and in each case com- 
pared with the known force. First, the formula utilizing displacement, 
D, and distance S (from anchor to point of application of the weight) 


was used, This is given by Timoshenko and McCullough [10] asé 


Pememeceset 


oe =A er ee (36) 
bE I 
D 
and therefore, F, = SE} 2 oe (37) 


L (3S - L) 


The second computation is based on another equation [10] which 


employs the angular displacement Dy and distance S ; 


-F, L (2S - L) 
6 cae (38) 


‘For effect of L on results of other reactions, see Appendix IV, 


ao mibols from Timoshenko and McCullough correspond to those used 


herein as follows: D, = § ;F,=P;L=x;S=f;bD, = 8 
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Figure 18 Drawing showing Displacement Measurements on Simple 
End-Loaded Cantilever 


ZA = 


pal Aa oe 
oa ge 


Ly = hal 


0.2206 lbs. 





Figure 19 Drawing Showing Displacement Measurement for Simrle 
Cantilever With End Moment About the Axis of the Model 
(Other moments and forces not considered) 


Fash 
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2EI Dy 
F, * ee (39) 
L (2S - L). 


And finally since S has no meaning ina continuous length of wind- 
ing pipe as encountered in the problems of main interest, a third com- 
putation was made using equation (31). (It will be noted that equation 
(31) is merely a combination of equations (37) and (39) above with S 


eliminated). Equation (31) is repeated below: 


2D 


6EI 2 
EF = mae + D (31) 
2 L2 L 6 


For this experiment L = 8,56 inches, and S = 10,75 inches. The 


results. are recorded below in Table 6: 


TABLE 6 
Percentage Error in F, as Computed by Displacement 
Data and Utilizing Three Different Equations 


Percent Errors 


Parameters 













D, and Dy 


[Equation 31) 


Known Force 
(lbs. ) 


D, and § 
[Equation 37 









0,1103 
0.2206 
0,4412 


0, 6618 


This experiment was valuable inasmuch as it clearly indicated the 
increased error that could be expected when using the equations of 


Appendix II, The results obtained by equations (37) and (39) are 
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exceptionally good and serve as evidence that the methods of measuring 
D, and Dy are verified,. Nevertheless this knowledge was beneficial 
in demonstrating at an early point the accuracy needed in D, and D,. 
Furthermore, early experiments of this type (not recorded here) were 
of great assistance in (1) showing where the main errors were and in 
(2) eventually leading to the improvement of both measuring systems 
to their present state. 

Now in order to ascertain the influence of the distance, L , onthe 
accuracy of the moment about the x' axis, an L-shaped wire was con- 
structed as shown in Fig, 19 and anchored at one end so that both legs 
were ina horizontal plane. A known weight was then suspended from 
the end of the free leg to produce two known moments: M , which 
was not of interest in this eapenenean and M, . As the lever arm, 
L, = 5,24 inches, andthe weight was 0.2206 pounds, the moment 
M, was actually 1.156 pound inches, 


Measurements of D, were made at various distancesL for the 


4 
configuration by taking readings of gE 1 and é with and without the 
weight, respectively. Results obtained from this experiment are tabu- 


lated below and are plotted to produce the curve of Fig, 20 , 


see Appendix IV for variation of Mi, : 
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Percent 
1G JIG/L 
inches 
4,45 64, 7 
5.93 48,5 
7,60 57.67 
9, 80 29.35 


TABIgn we? 


Error in Computing M., Versus Length L Used 


D, Computed Mi 
radians (JG/L)D, 
. 01855 1, 200 
. 0243 |e E10 
Os lel 1,179 
. 0400 1,174 
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Error 


. 044 
924 
BUCS 


sO18 


Percent Error 








APPENDIX IV 


SOLUTION OF TWO DIMENSION Z-BEND PROBLEM, EXAMPLE 1 


The problem shown in Fig. 21 is a two-dimensional pipe layout that 
was recommended by Crocker and McCutchan [4] as a standard problem 
to be attempted by various piping flexibility analysis methods, 

The solution of the problem is carried out in the computation sheets 
of Tables 8, 9, and 10 of this Appendix, The model was constructed 
to a scale of a . The reactions at point A (less Fa) were first 
determined; then the model was removed and inverted 180° about the 
z axis ,. After the model was reinstalled in this orientation, reactions 
at point O (also less Fe) were found, Since, FP. was not yet 
obtained, the two values of Po obtained were averaged, and FY was 


computed by use of the static formula, equation (12) below: 


z - (Mo + Ma) + Dee a 
=< —o see (12) 
Y 
F O = a n = = (1496 + 1475) = - 1486 pounds, 
y y 2 
Mio = + 34,700; Moa = + 16,160 pound feet, 


X -s 15 + 515 = 102,5feet; Y = cele = 27.5 feet , 
12 12 


tate refore "7 _ (34,700 + 16,160) - (1486)(102, 5) 
Ziv 
= - 3690 pounds, 
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Z~-BEND, 


from "Methods of Making Piping 
Flexibility Analyses," by Crocker 
and McCutchan, HEATING, PIPING, 
AND AIR CCNDITIONING, June 1946 


eaee re Sst 
| ZA 


330" 


| Bend Radii = 15" 






Temperature Range = 60 -— 785°F, 


10.75" Qp, X 0.593" wall 


6 
I= 244.8; BE, = 25X10 


Zax = 1230/12 X 5.88/100 = 6 03 inches 


Ly = 330/12 X 5.88/100 1.62 inches 


welding elbows 


Figure 2] Z2-Bend Problem; Example 1 
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TABLE & 


DATA SHEET I - SCALING FaCTors 


Mees +/O° | OS tl 4S ? 
RS S0xoe 6 age ORO 
Dy | a /C ee ae //) : Am le | . _ii 
An / oe A FO. 7 LOL * 
ae 
wee & 7 Ei = 3 

Ap 407) 158 ae Goi ~ 73500 
a. ELA Ay SY LOkSR/0 10 . 2527 | 
i A Ay 6 %*6.75 */0F 


Elan SH 2OLSH/O'” 10 
eee ml KOFI Ag 
Sy (2)EI A Ay 64/658 */2 B57) 


mm m 


l When this problem was first described in 1946, it was customary to 


use the hot value of the modulus of elasticity, E,,. Since most of the sol- 
utions to this problem have been made using this’ Value, Ey was also used 


here. 81 : 
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Flo = ee = 3690 pounds. Solving for the resultant, 


F = (Fy + (F))° = 3980 pounds, 

Thus, all the reactions acting on the pipe at both extremities of the 
system were obtained. Table 11 is a compilation of the above results 
and a comparison with the solutions found by analytical means, The 
analytical results are shown for two problems: one simulating the 
results of the deflection model test method by using a flexibility factor 
of unity, and the other one showing the results when using the actual 
flexibility factor for the bends and pipe employed. : 

Having found a solution to the Z-bend problem, it was decided to 
conduct two further experiments with this configuration. Since we had 
the theoretically calculated answers available, it seemed pertinent to 
ascertain the variations of the percent errors in forces found by deflec- 
tion model test as a function of (1) distance L , and (2) deformation 
ratio 6 nf 4p . Loaccomplish this measurements were made using 
combinations of seven different L's and four different values of 
‘an (a, 

Reactions obtained by 28 tests utilizing combinations of the above 
set-ups were used to produce two graphs, Fig. 22 shows curves of 
0 versus L , for the four different values of Orman . A glance 
at the curve shows the values of only = .050 are rather erratic, 
This probably was caused by the inaccuracies resulting from the attempt 
to measure very small displacements, The other points were in excel- 
lent agreement, however; and as a result only the curve for ani s 
= 0.100 was plotted in the case of Mio versus L. This second 


cee pages 8 and 9. 
84 
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curve is shown in Fig, 23, 

The severity of the slope of these curves, especially the one for 
Fyo , was somewhat puzzling. Two possible reasons for it (error due 
to neglecting shear deflection and/or to neglecting possibility of a small 
motion of the anchor) were investigated, but only the latter produced a 
possible explanation, In order to test the effect of any anchor motion 
that might occur, the number II data sheets for all seven sets of data 
for the binldy = 0,100 runs were worked backwards starting with 
the analytical results for Bes and Ms (1449 pounds and 34,200 
pound feet, respectively) as correct and solving for translation, D, ; 
needed to produce these results. Any error in rotation, Dy , was 
neglected momentarily. By doing the above, we obtained for each L, 
the error in D, that would cause the os errors found experimen- 
tally. From this information a curve was drawn with an abscissa of 


L andanordinate of the D, error necessary to cause the F _, 


é yi 
experimental error found, From the shape of this curve, it was pos- 
sible to predict a translational and also a rotational motion of the point 
of anchor that may possibly cause the unexpected slope of the Ect 
versus L curve of Fig. 22. The resulting curve seemed to be com- 
posed of a constant D, error of .0014 inches plus a linearly 
increasing component of an approximate slope of .0003 radians, 


Therefore, in order to test this theory, we assumed a motion of 


the point of anchor as follows: 


(D = ,0014 inches, and (D = .0003 radians, 


6)L=0 


and from these assumptions, we corrected measured displacements, 


T= 0 


t ' 


D, and De ,» (corrected values called D, and Dy ,» respec- 
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tively) by the following formulas: 


(D,), = (Dj), _ (0014 + .0003L) , and 
(D,), = (D,), - .0003. 
By using these corrected deflections, Dy and De » in place of D, 
and De on the number II data sheets for the omnis = 0,100 runs, 
the results below were obtained: 
L (approx, ) ae Cae - 1449) % Error Mo (M_.- 34,200) % Error 
Z 1443 -6 -0,4 35100 900 2.6 
2 1442 -7 -0,5 34750 550 E26 
-L 1519 70 4.8 34800 600 1,8 
6 1471 ZZ | a 33750 -450 -1,.3 
8 1465 16 Lol 33400 -800 -2,3 
if] 1472 23 1,6 24120 - 80 -0,2 
14 1461 12 Oe e) 34050 -150 -0Q.4 


These data show that due to loads imposed on fheframe in this case there 


is in fact a motion of the enchor very similar to the above assumed dis- 


placements (anchor translation of .0014 inches, and anchor rotation of 


.0003 radians). Attempts at experimentally measuring such anchor 


motion were not productive, but this is understandable due to the diffi- 


culty of completely divorcing the measuring apparatus from the main 


4 
structure, 
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Since larger deformation ratios, beeilatie » result in increases in 
anchor displacement proportional to the increase in model deflection 
measurements, a similar error ee should result for all four 44/4 
runs, and this is indeed the case as is evidenced by the proximity of 
corresponding experimental points of Fig. 22, Therefore, the percent 
error data from the curve of Fig. 22 was used in subsequent problems 
as a method of arbitrarily correcting ''measured'' reactions. (See 
Appendix VI). 

It may be noted, moreover, that the Belgian I. R. S, I. A. Commis- 
sion [8] discovered a similar phenomenon of pronounced disagreement 
between experiment and theory for shorter length models, The nature 
of the problems in the two cases is somewhat different, in that the I. R. 
S. I, A. Commission found this variation with overall model length and 
in the experiments of this Appendix the error variation was with dis- 
tance, L , to point of measurement, However, the two situations are 
indeed related; and, in fact, if a plot is made of log L versus percent 
disagreement with theory for this ates Seen the slope is approxima- 
tely the same as that of a graph obtained by the I. R. S. I. A, Commis- 
sion by plotting log of total model length versus percent disagreement 
with theory. It is, therefore, suggested that a similar distortion of 
the framework of their model test equipment may possibly be the cause 
for the systematic disagreement between theory and experiment that 
they experienced. 

Early in the development of this thesis a determination of the rea- 
son for the unusual shape of the gor versus L curve (Fig. 22) was 


attempted, and the translations (D, ) necessary to produce the correct 


answer (obtained by analytical means) for each L of the 44/4 
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= 0,100 runs were calculated. However, this information was aban- 
doned at the time since it seemed to indicate possible displacements of 
the anchor, and that could not be corroborated experimentally. However, 
after the text of this thesis was completed, the further reduction of this 
data as presented above was completed. 

Now having established that motion of the anchor itself is a plausi- 
ble reason for the apparent disagreement between theory and experiment 
for short L-lengths, it was felt that a method of predicting this anchor 
displacement both could and should be found, Inany one plane two 
unknowns exist; considering only the x"y'' plane for the moment they 
are translation in the y'' direction (§) and rotation (¥Y) about the 


z'' axis, Two equations are therefore necessary, and they can be 


obtained by any one of three methods, The first of them will be dis- 
cussed at some length below, 


We know there exists acertain translation (D and rotation 


>) 


(D at point P that will produce the correct value of ge by equa- 


t 
a) 
m 
tion (31) . Now assuming the measured translation at point P is accu- 
rate with the exception of anchor displacement, we can write the follow- 
ing equation for the corrected translation: 


and similarly we can correct the rotation measurement by 


De ~ Dy i. (41) 

’ ' 
Now substituting values of D, and Dy from equations (40) and 
(41) for D, and De , respectively, in equation (31) we find the 


correct value of the y' force as follows: 


7 | 





6a / 222 2 ee ee (42) 
12 ta (Corre } = | 6 
uf IL Ib ] 
Since the above equation gives the correct answer, en ce aad! will 


be the same regardless of where the measurements are taken, There- 


fore, if we take two sets of data, Ds. and Dy, and Do, and Deo 


at two different measuring lengths, L. and L, » we can say that 
F (corr. ) «= oe My pe co) + D -Y 
ym le i er ba 
a Al 


eer f 2{Pap - 6 ‘aan 


oe Sie 


D 


we. | (43) 


From this we can cancel 6EI on both sides of the equation and collect 


terms to produce 


ya 23 
I ee ess: 


Equation (44) 
This is one of our equations, and we can easily obtain another in the 
same manner by taking a third set of data (D,. and Dy. ) ata 


measuring length Li. .. nea, 


3 a 2 =e 
= 2D, Lo see Dy ee De 


Equation (45) 


We 





If the moment equations (35) and (9) are used as the basis instead 


of the force equation (31) , bya similar procudure, the following will 
result: 
=? -2 2 -1 -1 
Mee Bb + zi = Ly 
me S -l -2 1 -) =2 
7 yaa i me ‘ Bae a : oe a ; 
Equation (46) 
and 
2 573 2 = iy 
eae ee ee 0 Jaf 
> l -1 -2 ] -] -2 
4 oe fe Mee ae 7 qe as a> a 


Equation (47) 


This is another set of equations that can be solved for the anchor 
motion 6 and YY, A THIRD posetnniney is to use equations (44) and 
(46) ; this appears to have a decided advantage inasmuch as measure- 
ments at two points only are required, 

To test the above theory, all three possible sets of equations were 


used with data obtained from the only = 0,100 runs, Then with 


t 


the § and Y¥ values thus found corrected displacements D, and 

De were computed, These in turn were substituted for D, and Dy 
in equations (31) and (35) to produce corrected values of F , and 
Mi . The results of these various correction equations are tabulated 


on page 94 , It is evident from checking these various methods that 


we can expect the most favorable agreement with theory if we utilize 


93 





°"3I 02 P2YDeWe [SpoU aU} FO 


UoTye|SUeT] 94} 0} BI1Ssoddo AOYuUe Jo UOT} e[SUeA] SUSU BT }EY} UL OTZST]esA1uN St Q saTZeBOU Y (9) 
"OATSSIOXS ST STYY ‘peJeotpul St seesidap 6° jo udT}eIOI AOYOUe Ue ‘SUeIPeEA EEGIO’ = A UITM (q) 


*Jt 0} payoe}e [spou 


OY} JO UOTJeJOI 9Y} 0} B}ISOddo UOT{eJOA TOYOUe SdzeoTpUr JT Jey UT STYSTPeaaun st A aatytIsod y (e) “SHTLON 


0°S 9°6 a DL 
G°Zl ie cS vLt 
S °¢€I- 
€ 361 LO Ge 
i Seal 
8 °O- Cave 
9 °0 ae 
Lia Lae yk 
6°9 
ot GS “9T Se) 


iG lO "9=T vO “PHT 186 “7=7T nc= I 


2 
W 
A 


fy 


en 
a 


UOTJIVIY 


SpeW SUOTIIIIOD 193je SLOLA ¥, 


JusWUsa.e|dstp Ioyoue 10; paz,Iae1I109 


JOU ejep YWM SUOTIIeSI PeAansedsuU UI 10149 JUdDI|BG 


61T£00 “- 


S610) = 


€S000 - 


21000 “- 


95000 ° 


("Per) 2 


quswsSe[dstq 10youy 


S8yout ¢[Q°9 pue zg=TJT woirj 
eyep YIM (9 $)° by que 
62100 °- (9) -woyw pue(PP)*by 290107 


SO9YIUT 86°? puke Z=T WUOAT 
eyep yim (9F)by que 
(q) -woy pue (7 47)" by e0104 


SS9YUSUT GIO °9 pue *86°2 
‘ @=J Wwodrjy eyep ytM 
SE€T00° (L$) pue (9f¢)° bq Juswoy 


SeyoutT GIO "9 pue *g6°Z 
‘ 2=7 Wory eyep YIM 
Sic LOUR (SP) Pudy F) by ao10 5 


SOydUT FO °F pue ‘86°? 
‘ 7=T Wodry eyeq YIM 
80700 ° (2) (SP) pue(PP)° bg vo107 


("ut)g 3ION Juss SDeIdstq r0oyouy 
BUulUTeIGO JO poyyW 


SNOILOAUYYOD LNAWAOVTdSIC YOHONV AO SLTNSAY 


74 








three points of measurements together with equations (44) and (45), 
which were based on the force equation (31) . In fact, it will be noted 
that with an end leg so small that a measurement is necessary with L 
no greater than six inches, by measurements at two inches, three inches, 
and six inches, and use of equations (44) and (45) , an accuracy of 
2.7% error will result. This is exceedingly better than the 12.5% 
error obtained with uncorrected data, 

Now having found the desired correction equation for the x''y"' 


plane, by a similar procedure forthe x''z'' plane we find: 


a3 -3 -2 -2 
as ao ee: Ae = io ys 
-3 -3 -2 -2 
= “Da, ~~ =P apes. 30 |) Ee aoe 
Equation (48) 
and 
-3 -3 -2 = 2s 
2(L, - L, \~ + (en - LO \s 
as -3 -2 -2 
oes 343 oO ee eer ph et ; 
Equation (49) 
where J = anchortranslation inthe z''-direction and jo = anchor 


rotation about the y'' axis. 
Going through a similar procudure for the y''z'' plane, where we 


have only M,. to find, we can derive the equation as follows: 


JG a : 
a = 2 ieee -a ) = TP 4b =) oo) * (50) 
a 


and, therefore, 


i 








(L, 7 is ) O _ ao - Dayly (51) 


thus equation (51) gives us @&, the twist of the anchor point about 
the x'' axis, 

With all the above equations at our disposal, we can therefore pro- 
ceed with an orderly analysis of data, If the end leg is over eight inches, 
accuracy well within 10% can be anticipated for most reactions by 
using the measured data as it is, However, if any of these results are 
suspect, or if the length, L , is less than eight inches, we should 
correct our data before proceeding further, If it is feasible to take 
three measurements at least an inch apart with the minimum being at 
two inches, then we should find the anchor displacement by using equa- 
tions (44) and (45) for § and “Y , equations (48) and (49) for 

J and Pp , and equation (51) for ( . Thus, in lieu of using cor- 
rection curves of Figs, 20, 22, and 23 , wecan take the above anchor 
displacements to correct the measured deflections, D, through De: 
then with these more accurate displacements (now called Dy and 
oe after being corrected) we can substitute in the data sheet II forms 
and solve for all the reactions, 

We are reasonably sure that these results will fall within an accur- 
acy of less than 10% error. However, it is still advisable to utilize the 
statics relationships available, equations (12) through (17), as 
checks, And as pointed out in section 6 of the text of this thesis, all 
these corrections should be made before solving for the unknown force 
when that is necessary, | 

One more comment seems pertinent; by measuring at three points 


we really have redundant data since we have two unknowns and the possi- 


bility of four equations(although we presently plan to use only two of 
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them, (44) and (45) ), Therefore, a more exhaustive treatment of 
this phase of the analysis might well lead to a method of using statistics 
or employing weighted averages to reduce such a multiplicity of data, 
Another possible solution to the anchor displacement problem is 

simply to make the entire apparatus more rigid. Due to the adjustabi- 
lity required, this does not seem feasible for all configurations, How- 
ever, where short-leg measurements are necessary, it may be desir- 
able to take exceptional precautions to increase the rigidity of the entire 
apparatus, With scaffold fittings and extra lengths of pipe, several dia- 


gonals and other strength members may be conveniently installed, 


a 











APPEND. 


SOLUTION OF THREE-DIMENSIONAL HOVGAARD BEND PROBLEM, 
EXAMPLE 2 


Another problem suggested as a standard by Crocker and McCutchan 
[4] was the three-dimensional bend problem depicted in Fig, 24 and 
first treated by Professor William Hovgaard [5]. In order to solve 
this problem by deflection model test methods, a scale model was con- 
structed to a scale of 1 to 5. Inthis problem as before reactions at 
point A were found (less Fa) but it must be pointed out that coordin- 
ates at the measured end were dependent on the orientation of the anchor 
and measuring equipment, Their relation to the basic coordinates of 
the problem can be seen by an examination of Fig. 24. Thus, at point 
A we had BS : ae , and all A-moments, 

As before, the configuration was inverted but this time for ease in 
fitting the model to the framework, it was rotated 90° about the x 
axis andthen 180° about the z axis. Fig. 25 shows the coordin- 
ates of the two systems with the model in this configuration . Again, 
reactions at point O were obtained, and again it was necessary to shift 
to the coordinates of the problem. In this case, though, actual forces 
Fs and aS plus all O-moments were obtained, 

It will be noted, therefore, in this problem where the two end legs 
are not parallel but axes of one coordinate system are parallel to the 
axes of the other (not necessarily the same axes), it was possible to 
arrive at all three forces and all six moments by direct measurement, 
In addition Fy was found by two different methods; and therefore, 


an average of the two was taken as the recorded value of this component, 
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= (2140 + 2510) = _4650_ = 2325 pounds 


xO 2 2 


In Table 15, the results of this experiment are compared with the 
analytical results for the problem with flexibility factor not included and 
also with the values that should obtain with bend flexibilities considered. 
As before, errors shown area result of comparison with the problem 
with k = 1 inasmuch as this investigation is concerned solely with 
this problem, 

It will be noted that to this point in the problem, no use was made 
of the static equations relating the two ends. Moreover, it was possi- 
ble to take advantage of these equations to check any reaction desired, 
The greatest percentage error occurs usually in small components. 
There were two in this problem, iO and ES . However, since 


M was a resultofan F measurement, the greatest error we 


yO 4 
could expect here was one of afew percent, (See Fig, 20) Thus, we 


could solve for FE in two ways and average the results: 


(M5 +M_,) +F 2 


r 7 Fen one Bhan " O y xA 
| Re I ei sie 5 ae , 
ZA Y xX 


Equations (16) and (17) 
where X = 108.3 inches = 9.04 feet; Y = 145,2 inches = 12.1 feet: 


and Z = 77.3 inches = 6, 44 feet. 


- (2600)(6.44) - (-11620 + 5610) 


By (16): F -888 Ibeee 
ZA [21 
(8250 - 774) + (-2325)(6. 44) Pr. 


and by (17): F 
9.04 


l 
See page 8 , 
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(888 + 829) 
2 


Therefore, EF 859 lbs. , 







ZA 


which is in error by only 3.5% , 
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oe the reason noted in the footnote on Table 8, Ey was also used 
in the computation of this problem, 
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AP PE NDI 


ANALYSIS OF TYPICAL PIPING SYSTEM eA eire 


The two standard problems suggested by Crocker and McCutchan 
[4] being completed, it seemed appropriate to put the acquired techni- 
que to work on atypical piping system that may be actually encountered 
ina steam plant, The system as described in Fig, 26 was constructed 
as being such a problem, 

The model was formed to a scale of 1 to 30 and mound accord- 
ing to the lay-out of Fig. 26 . However, before starting this problem 
it was necessary to compute the deformations; here they included both 
the reverse of the expansion of the pipe, as before, and the expansion 
of the anchoring equipment. Table 16 was a convenience in arriving at 
the various deformations, 

With this information established, the displacements near the A-end 
were measured and the reactions at A (less F At = Bee! were 
found, See Table 19. The model was then rotated 180° about the z 
axis and reinserted for measurements near O. (See Fig. 27) At 
point O two complete sets of data were found: (1) reactions at O 
(less Fto = Fo) due to measurements with L = 5,16 inches, 
and (2) the same reactions with L = 5,97 inches. Two results 
were taken to get a qualitative variation of reactions with increasing L 
so that a quantitative correction based on previous experiments could be 
applied in the proper direction. However, data of the L-equal-5, 16 
experiment was used to be consistent with data from point A , 

Due to the dimensions of the problem we were forced to take dis- 


placement measurements relatively close to the anchor (i.e., L = 
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5.16 inches). Asa result, based on previous experiments, reactions 
thus obtained were held to be somewhat suspect. Therefore, several 
refinements were made based on the generous supply of data and infor- 


mation at our disposal. Table 17 shows the various methods used to 


modify our data to more realistic values, This table was laid out chron- 
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Figure 27 Orientation of Coordinates for Example 3 with Model 
Inverted 
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ologically to show the order of steps taken, It is significant to note that 


the final results shown in Table 17 were obtained before the problem 


ce ee eee mm mw SS ee ee Ee SS Se 


straightforward and were made because of the relatively short L used 
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in the measurements, ares and all moments were increased or 
decreased by an approximate factor arrived at by looking at curves 
obtained for variations of reactions with L. A glance at the static 
formulas showed the values thus far obtained were not statically consis- 
tent. It was therefore decided that since Fo was exceptionally small 
and since it was produced by Fa , about which we had no specific 
F-versus-L curve, ey was most likely to be inerror, Thus, we 
solved for F in terms of the other information. And then with what 
were felt to be fairly accurate results, ES was found by the two sta- 
tic equations shown and the results averaged. 

Having arrived at the underlined reactions as our answers (Table 
17) we then turned to the digital computer for an analytical solution, 
For this problem, the bend flexibility factor, k , turned out to be 
unity so in this case only one analytical solution was made. Table 22 
is a comparison of results obtained by deflection model testing and 
those found by analytical means, 

In addition to solving the problem by the described model test method, 
another solution was made exactly as the one outlined above but with 
1/8-inch aluminum rod used for the model instead of steel. Results of 


this solution are recorded in Table 22 also, 
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APPENDIX VII 


MODEL TEST APPAR TYs 


Description of Equipment 
Used 


Compound feed for Delta Wood 
Lathe, ranges 4-1/2'' and 5"' 


No. 7525 Clausing Lathe 
Milling Attachment for 
12-inch lathe 


Two each, .00l-inch gradua- 
tion, l-inch range, dial indic- 
ators with tell tale hands, 
double dials, and plain bear- 
ings; Starrett No, 25-C-1"' 


Bausch and Lomb Mechanical 
Stage (31-59-62) for 
microscopes 


Two each, double convex, 
500 mm focal length, 4- 
inch diameter lenses; 
Central Scientific Co. No, 
8645-11 


Two each, Two-watt Concen- 
trated Arc Lamps and 25 watt, 
60 cycle, 115 volt Power 
Supply; Central Scientific Co. 


12 each, Standard right angle 
2'' x 2'"' Tube-Lox couplers; 


The Patent Scaffolding Co. Inc. 


Model Test Sub 


Assembly 


Deformation 
Assembly 


Deformation 
Assembly 


Translation 
Measuring 
Assembly 


Translation 
Measuring 
Assembly 


Rotation 
Measuring 
Assembly 


Rotation 
Measuring 
Assembly 


Main framework 
and accessories 


LIST OF COMMERCIALLY AVAILABLE EQUIPMENT USED IN 


Approx, cost 


$40.00 


36,50 


34.00 each 


12,00 


4,00 each 


43,00 each 


3.45 each 
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